Comparison of planar and SPECT perfusion lung scintigraphy in the diagnosis of pulmonary embolism

Poster No.: C-1798  
Congress: ECR 2015  
Type: Scientific Exhibit  
Authors: E. Gera, A. Samuel, F. Zarb; Msida/MT  
Keywords: Nuclear medicine, Lung, Nuclear medicine conventional, SPECT, Diagnostic procedure, Comparative studies, Embolism / Thrombosis  
DOI: 10.1594/ecr2015/C-1798

Any information contained in this pdf file is automatically generated from digital material submitted to EPOS by third parties in the form of scientific presentations. References to any names, marks, products, or services of third parties or hypertext links to third-party sites or information are provided solely as a convenience to you and do not in any way constitute or imply ECR’s endorsement, sponsorship or recommendation of the third party, information, product or service. ECR is not responsible for the content of these pages and does not make any representations regarding the content or accuracy of material in this file.

As per copyright regulations, any unauthorised use of the material or parts thereof as well as commercial reproduction or multiple distribution by any traditional or electronically based reproduction/publication method is strictly prohibited.

You agree to defend, indemnify, and hold ECR harmless from and against any and all claims, damages, costs, and expenses, including attorneys' fees, arising from or related to your use of these pages.

Please note: Links to movies, ppt slideshows and any other multimedia files are not available in the pdf version of presentations.

www.myESR.org
Aims and objectives

Introduction

Pulmonary embolism (PE) is a severe and potentially fatal disease and therefore needs to be diagnosed as early as possible [1]. PE is caused when an embolus travels to the lungs, and gets lodged within the arteries in the lungs, resulting in lack of blood supply to the area supplied by that blocked artery [2]. A lung scintigraphy scan is performed to diagnose PE. There are two parts to a lung scintigraphy scan: ventilation and perfusion.

A ventilation scan is performed to assess the air distribution within the lung, after inhalation of a radioactive aerosol. The particles are suspended in air and remain within the lung. The clearance is then used for diagnostic purposes [3].

A perfusion scan is performed to assess the blood flow within the lung, after the intravenous administration of technetium-99m macroaggregated human albumin (\(^{99m}\)Tc-MAA). The micoreembolisation of radiolabelled particles of trapped \(^{99m}\)Tc-MAA within the pulmonary capillaries defines regional lung perfusion [1].

Planar two-dimensional (2-D) scintigraphy scans have the following limitations: images result in high levels of image noise, image registration difficulties due to superimposition of structures and poor contrast. Single photon emission computed tomography (SPECT) provides three-dimensional (3-D) images, with more accurate data. Therefore, SPECT has been shown to be more sensitive and specific than planar (2-D) scintigraphy in the clinical diagnosis of PE and this has been supported by many studies, which determine an increase in sensitivity and specificity to detect PE with the use of SPECT imaging [4-7].

SPECT ventilation/perfusion (V/Q) imaging is considered a quick and easy scan to perform. Bailey et al., (2010), state that SPECT V/Q images have reduced inter-observer variability and improved the detection of small perfusion defects [8]. Bajc et al., (2009), stated that SPECT V/Q imaging is preferred over planar (2-D) studies as it allows a more accurate diagnosis of PE, even when other diseases such as chronic obstructive pulmonary disease (COPD) and pneumonia are present [1]. However, many centres still find it difficult to make the transition from planar imaging to SPECT imaging, the reason being the need to implement a new imaging protocol [9-11].

The purpose of this study was to compare the clinical utility and work load efficacy between planar perfusion lung scintigraphy and SPECT perfusion lung imaging in the
implementation of a SPECT imaging protocol within a nuclear medicine department in Malta.
Methods and materials

The study was approved by the University of Malta Research Ethics Committee (UREC no. 079/2013) and all participating patients gave written informed consent.

This study consisted of the evaluation of images obtained from adult patients (n=40) who had undergone a lung perfusion scan with an acute onset of new or worsening shortness of breath or chest pain with any apparent cause; with a positive D-dimer test (>0.5mg/l); with a request for a perfusion lung scan by their referring doctor, together with a chest x-ray reported by a radiologist.

Each participating patient underwent a supine perfusion lung scintigraphic scan consisting of a planar (2-D) acquisition followed by a SPECT (3-D) acquisition. The current planar imaging protocol in use within the local department was followed for image acquisition, however a new protocol for the acquisition of the SPECT scan was set up.

Planar perfusion images were acquired in six standard views (anterior, posterior, left anterior oblique, left posterior oblique, right anterior oblique, right posterior oblique), aiming for 500,000 counts in each view, using a 256 x 256 matrix.

The SPECT protocol was developed based on literature findings [12-16] and the European Association of Nuclear Medicine (EANM) guidelines [1]. The imaging protocol was finalised and agreed upon by all parties following discussions with nuclear medicine physicians as well as experienced radiographers. Participating patients underwent a supine SPECT perfusion acquisition using 6° steps through a 360° acquisition, allowing 20s on each step, resulting in 60 projections. The SPECT images were acquired in a 128 x 128 matrix.

Both planar and SPECT scans were performed on a general purpose, dual detector Infinia General Electric (GE) gamma camera. The gamma camera was loaded with low-energy general purpose (LEGP) collimators. Data was acquired for the emission photopeak of 140keV ± 10%.

Once the images for both techniques were acquired, they were transferred to a workstation for processing. All six views acquired during the planar study were displayed as one image and saved in that manner (Fig. 1). The SPECT data was processed using the same reconstruction method as in the study by Harris et al., (2007), whereby
iterative reconstruction using 3-D Butterworth filters were applied, smoothening the post reconstruction [4] (Fig. 2-4).

ViewDEX, a Java-based, DICOM-compatible software was used for the presentation and evaluation of the acquired images. ViewDEX enables the possibility to perform observer performance studies using the same display properties as is generally used in a clinical environment [17]. This software also enabled the calculation of the time spent by the observer to evaluate the images for each case.

Nuclear medicine physicians (n=2) were presented with two image data sets on ViewDEX. They were asked to rate their confidence in identifying PE within each lobe of the lung. The two image data sets consisted of: the planar image data set (n=40) which also included the chest x-ray of each patient, and the SPECT image data set (n=40) of the same patients consisting of transverse, coronal and sagittal images, together with the chest x-ray of that same patient. The planar and SPECT image data sets were presented separately to the nuclear medicine physicians after a one-week interval to limit the physicians from correlating the data sets. The images within each data set were presented in random order to avoid bias and only the researcher knew which planar image corresponded to which SPECT image. ViewDEX ensured that there was no indication linking the planar image to the corresponding SPECT image as all images were anonymously presented.

The nuclear medicine physicians were asked to rate their confidence in identifying the presence or absence of a defect implying PE in each of the three lobes of the right lung and the two lobes in the left lung. The following rating scale was used: 1 - suggested no defect, 2 - suggested possible no defect, 3 - suggested an inconclusive study whereby a ventilation scan was recommended, 4 - suggested a probable defect, 5 - suggested a definite defect [13] (Fig. 5, Fig. 6). The rating scores were evaluated using receiver operating characteristic (ROC) analysis.

Accurate timing of the entire procedure was necessary to assess any time difference between a planar and SPECT lung scintigraphic study. Timing of each procedure was divided into three aspects: scanning time, processing time and reporting time. Mean time was compared for both techniques using a paired samples t-test.
Fig. 1: Normal planar perfusion lung scan

© Medical Imaging Department, Mater Dei Hospital - Msida/MT
Fig. 2: Normal Transverse SPECT perfusion lung scan

© Medical Imaging Department, Mater Dei Hospital - Msida/MT
Fig. 3: Normal Sagittal SPECT perfusion lung scan

© Medical Imaging Department, Mater Dei Hospital - Msida/MT
Fig. 4: Normal Coronal SPECT perfusion lung scan

© Medical Imaging Department, Mater Dei Hospital - Msida/MT
**Fig. 5:** Planar (2-D) presentation in ViewDEX

© Medical Imaging Department, Mater Dei Hospital - Msida/MT

**Fig. 6:** SPECT (3-D) Transverse image presentation in ViewDEX

© Medical Imaging Department, Mater Dei Hospital - Msida/MT
Results

Reliability

Intra-observer reliability was 100% for both nuclear medicine physicians when assessing planar data. When assessing SPECT data, one nuclear medicine physician had a reliability of 60%, whereas the other physician had a reliability score of 90%, indicating excellent internal consistency for each observer.

Inter-observer reliability using Pearson's correlation ($r$) ranged from 0.63 to 0.83, indicating a strong correlation of inter-observer reliability. Paired samples t-test was also performed which concluded that the mean rating scores provided by the two nuclear medicine physicians for the same lobe images were comparable. One may conclude, that a strong correlation between both raters was evident and therefore both nuclear medicine physicians were reliable.

Statistical Analysis

Receiver Operating Characteristic (ROC) analysis was performed to evaluate the quality or performance of the two imaging techniques. ROC analysis is based on the sensitivity (true positive rate) and specificity (true negative rate) of the imaging technique [18]. SPECT data was considered as the gold standard, based upon a number of studies stating that V/Q SPECT is of superior diagnostic capability [10, 15, 12, 9, 5]. SPECT data was categorised into two groups: 0 and 1. Category - 0 included all cases with a negative result ('possibly no defect'; 'no defect'). Category - 1 included all cases with an inconclusive or positive result ('inconclusive'; probable defect'; 'defect'). This was the cut off point used to define positive and negative test results.

ROC Curves

An ROC curve for the determination of the presence or absence of a defect in relation to PE as reported by both nuclear medicine physicians for the collective lobes of both lungs was plotted for the planar versus SPECT data.

The area under the ROC curve (AUC$_{ROC}$) was calculated from the graph to determine the diagnostic accuracy of the test [19]. An AUC$_{ROC}$ value of 0.93 was measured (Fig. 7). The closer the value is to 1, the better the overall diagnostic performance of the test [20]. Table 1 was generated to determine the sensitivity and specificity of the planar
study in comparison to the SPECT study. The specificity for planar imaging was found to be 90.8%, whereas the sensitivity for planar imaging was found to be 77.4%. From the findings, one may conclude that planar perfusion imaging had a lower sensitivity in comparison to SPECT imaging, however the specificity of planar imaging was still relatively high.

*Time difference between both techniques*

Work load efficacy is dependant upon: the scanning time of the patient for a perfusion lung scan; the processing time for the radiographer to process the acquired images and the time taken for the nuclear medicine physicians to report the images. Every part of the planar and SPECT scans were timed precisely to accurately compare the total time for a planar and SPECT perfusion scan. A paired samples t-test was used to compare the mean times for both imaging techniques (Table 2). Results show a significant reduction (p<0.05) in total mean time for a SPECT study in comparison to a planar study, deeming SPECT as being more work load efficient.
Fig. 7: ROC curve plotted for planar imaging test sensitivity (y-axis) versus false positive rate (1-specificity) (x-axis)

© Medical Imaging Department, Mater Dei Hospital - Msida/MT
<p>| | | | | |</p>
<table>
<thead>
<tr>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td>Total number of cases</td>
<td>420</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Number of correct cases</td>
<td>373</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Accuracy</td>
<td>88.8%</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Sensitivity</td>
<td>77.4%</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Specificity</td>
<td>90.8%</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Positive cases missed</td>
<td>14</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Negative cases missed</td>
<td>33</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Area under the curve (AUC)</td>
<td>0.93</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Std. Deviation</td>
<td>0.015</td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

**Table 1:** Sensitivity and Specificity of Planar versus SPECT imaging for all the lobes of both lungs

© Medical Imaging Department, Mater Dei Hospital - Msida/MT
**Table 2:** Paired samples t-test for timing for both planar and SPECT studies

© Medical Imaging Department, Mater Dei Hospital - Msida/MT
Conclusion

Since currently, planar perfusion lung scintigraphy is the mode of detection of PE within the local nuclear medicine department, a protocol was set up prior to the start of the study for the acquisition of SPECT perfusion lung images requiring changes to processing and display protocols on the gamma camera.

From the results obtained it was concluded that SPECT perfusion lung scintigraphy has an overall higher sensitivity and specificity in comparison to planar imaging for both lungs. Based on SPECT images, more decisive reports were issued by the nuclear medicine physicians on the presence or absence of a defect indicating the presence of PE. Therefore, SPECT has aided in the clinical utility and improved work load efficacy within the department.

Work load efficacy was assessed through the timing duration of the SPECT scan in comparison to planar imaging and statistical tests confirmed that there was a significant reduction in time for SPECT over planar imaging. This total time is also thought to be reduced even further once nuclear medicine physicians are more acquainted with reporting SPECT lung perfusion images.

Through evidence-based practice, a change in work practice within the local nuclear medicine department was successfully implemented to the benefit of patients and the hospital.
Personal information

Eliza Gera, M.Sc.
Medical Imaging Department, Mater Dei Hospital, Msida, Malta

Anthony Samuel, M.D., D.Spec.M.N.(Milan), F.E.B.N.M.
Nuclear Medicine Consultant.
Medical Imaging Department, Mater Dei Hospital, Msida, Malta

Francis Zarb, Ph.D.
Faculty of Health Sciences, Mater Dei Hospital, Msida, Malta
References


